TEMTATIVE TYPE 555 CRT SPECIFICATIOI^S 


EDGE POCDS 


With 100 marks in 10 CM, there must be no overlapping in the center 8.8 CM when 
the trace is on the center line of each gun. 

When the trace is at the top or bottom graticule line of each gun, there must be 
no overlapping in the center 8 CM. 


CEOSSTALIC 


Crosstalk must be less than 1 mm amplitude 


(. 040 ) 


VERTICAL ALIGJTMENT 

The maximum angle betvreen the vertical tiaces of the two guns when measured over 
the vertically overlapping center 2 centimeters is 1.5 degrees. (0.5 mm in 2 CM) 

HORIZOHTAL ALIGNMENT 

4 

No more than 0.6 degrees (imra in 10 cm) of error between the two traces is allows 
at the CRT center. 
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HORIZONTAL GEOMETRY 
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VERTICAL FOCUS 
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SENSITIVITY 


HORIZONTAL - 27 to 3^ v/cm 


VERTICAL - 6 to 7 v/cm 
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